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M agnetic resonance imaging (MRI) enables us to observe human tissues with excellent contrast.  
However,  metallic devices can changes the signals 
during the imaging process,  resulting in distortion of 
the structures in the MRI images,  and can also cause 
harmful events related to heat production or movement 
of the metal [1].
Several methods are available to adjust the scan 
parameters to minimize susceptibility artifacts in MRI:  
decreasing the echo time,  increasing the readout band-
width,  increasing the matrix sizes,  and decreasing the 
slice thickness [1 , 2].  Adjusting the readout direction is 
also effective to reduce artifacts on a plane [1 , 3-5].  
Alternatively,  several methods have also been devel-
oped to correct the metallic artifacts after they develop.  
For example,  view-angle-tilting (VAT) can be used to 
correct the in-plane acquiring slice-selection gradient 
again with the conventional readout gradient [1 , 6].  
Slice-encoding for metal artifact correction (SEMAC) is 
a method which extends VAT to allow for correction of 
both through-plane distortion and in-plane distortion 
[1 , 7].  Multiacquisition variable-resonance image com-
bination (MAVRIC) is a method to composite informa-
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The aim of this study is to evaluate how metallic artifacts in the lumbar spine can affect images obtained from 
magnetic resonance (MR) sequences.  We performed a phantom experiment by scanning an agar containing an 
orthopedic metallic implant using 64-channel multidetector row computed tomography (CT) and a 3-tesla MR 
unit.  We compared the reproducibility in each measurement,  enlargement or reduction ratio of the CT and MR 
measurements,  and signal deviation in each voxel from the control.  The reproducibility on CT and multiacqui-
sition variable-resonance image combination selective (MAVRIC SL) was good,  but that on the other MR 
sequences showed either fixed bias or proportional bias.  The reduction ratios of the distance between the nails 
were significantly smaller in MAVRIC SL than in the other MR sequences after CT measurements (p< 0.001,  
respectively).  MAVRIC SL was able to reduce the metallic artifact,  permitting observation of the tissue sur-
rounding the metal with good reproducibility.
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tion of off-resonant frequency near metal acquiring 
various radio frequency offsets [1 , 3].  A method com-
bining MAVRIC and SEMAC,  called multiacquisition 
variable-resonance image combination selective 
(MAVRIC SL),  has been embedded into a clinical 
apparatus [1].
The surgical insertion of metal implants in the field 
of orthopedics has improved the quality of life of 
patients with fracture or degenerative changes in joints.  
However,  postoperative complications can include 
hematoma,  infection or aseptic loosening at the surgi-
cal site [1].  In such cases,  X-ray and CT are first used to 
observe the surgical sites,  but their diagnostic accuracy 
is often not sufficient in the event of complications [8].  
Nuclear medicine examinations such as bone scintigra-
phy can be used,  but they have limited spatial resolu-
tion and can result in non-specific accumulation of 
radioisotope [8].  Positron emission topography (PET)/
CT may show a pseudopositive result by accumulation 
of the radioisotope in granuloma or postoperative 
change [8-10].  In the case of MRI,  the diagnosis of 
complications can be difficult because the metallic 
implants themselves can hamper the observation of 
conditions at the surgical site.
When using MRI to clinically diagnose complica-
tions following the surgical insertion of a metallic 
implant,  it is important to adjust the scan parameters to 
minimize the metallic artifacts [1 , 11 , 12].  Numerous 
studies have reported that a metallic artifact reduction 
sequence including MAVRIC SL can yield better image 
quality after hip or knee joint arthroplasty compared to 
fast spin echo sequences  [1 , 3 , 5 , 11-15].  To the best of 
our knowledge,  however,  there have been few reports 
about the reduction of susceptibility artifacts by adding 
MAVRIC SL to MRI when imaging metallic implants of 
the lumbar spine.  Kaushik et al.  demonstrated that 
three-dimensional multispectral imaging reduced the 
metallic artifacts from lumbar implants,  and suggested 
that it might be also important to have the capacity to 
evaluate the surrounding structures,  such as the nerve 
roots,  disks,  and spinal cord [16 , 17].  The aim of this 
study was to compare the amount of metallic artifact 
reduction achieved by MAVRIC SL in comparison with 
other MR sequences and to ascertain whether metal 
artifact reductions affect the reproducibility of measure-
ment and the assessment of soft tissue surrounding the 
metal.
Materials and Methods
Phantom. We established an agar phantom using 
0.9% sodium in a box of 280 × 190 × 145 mm.  We then 
placed a metallic implant made from 2 long bars of 
100% titanium with 3 nails in each into the phantom.  
We set two syringes,  one including oil and the other 
including agar of the same composition as in the phan-
tom,  near the main phantom for scanning.
Imaging study. We scanned the phantom using a 
CS-7 X-ray system (Konica Minolta,  Inc,  Tokyo,  Japan).  
The parameters were as follows : matrix size 
1,722 × 1,430,  tube voltage 120 kVp,  and tube current 
40 mA.  Next,  we obtained computed tomography (CT) 
images using a 64-channel multidetector row CT system 
(Sensation 64; Siemens,  Erlangen,  Germany).  The 
scanning parameters were as follows: tube voltage 
140 kVp automated tube current modulation = on; de-
tector collimation,  0.6 × 64 mm ; helical pitch,  
32; reconstructed by 512 × 512 pixels.  We used a 3.0 
Tesla MR apparatus (3.0T SIGNA Architect ver 
26.1; General Electric,  Milwaukee,  WI,  USA).  A pos-
terior array coil and an anterior array coil were used.  
We scanned the phantom three times using clinically 
available sequences: MAVRIC SL,  a three-dimensional 
fast spin echo extended echo train acquisition method 
known as Cube,  and magnetic resonance image com-
plication (MAGiC).  The image contrast was adjusted 
close to proton-density weighted.  The scan parameters 
are shown in Table 1.
Image analysis. All image analyses were done by 
a commercially available software package (MATLAB 
2020a; MathWorks,  Natick,  MA,  USA).  We evalu-
ated two X-ray images without the direct measurements 
of the nails and distance between the nails in each depth 
of the nail to calculate references of nails and distance 
between nails (Fig. 1).  This is because the skeletal tissue 
around nails,  not tissue around the nail bases,  after 
orthopedic surgery should be evaluated.  First,  two of us 
independently selected 15 out of a maximum of 35 
locations for the base and 50 out of 201 locations for the 
nail on the oblique X-ray image (dotted lines in Figs. 1A 
and 1B).  After the selection,  the MATLAB software 
automatically generated a plot graph with two peaks of 
bases or six peaks of nails (Fig. 1B).  Each base or nail 
diameter was determined as the full width at half maxi-
mum (FWHM).  The values were averaged for analysis.  
Second,  the same two individuals selected 15 out of a 
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maximum 53 locations on the X-ray (Fig. 1C),  and 
then 2 peaks as the bases were obtained.  Using half of 
the peak value,  we created binary images to measure 
the bases and the distance between the bases (Fig. 1D).  
We also measured the diameters of the nail bases in the 
2 central bases in the Fig. 1A (arrow) due to the good 
separation on the image to calculate the ratios of nail to 
base (Fig. 1E).  Third,  using the ratios of nail to base,  
the diameters of bases,  and the distance between bases 
we obtained the distance between nails (Fig. 1E).  
Subsequently,  2 of us independently measured the dis-
tances of both nails and distances between the nails in 
15 locations for CT or an MRI sequence.  The registra-
tion of the depth of the nails was almost perfectly made 
by consensus of at least 2 readers using a commercially 
available DICOM viewer (RadiAnt DICOM Viewer 
5.51; Medixant,  Poland) (Fig. 2).  We defined the 
diameters of the nail on X-ray and CT as each width of 
2 signal peaks and the distances between the nails as the 
width connecting inner borders of each nail in the 
right-left directions (Fig. 1B and Figs. 3A and 3B).  We 
first defined the distances between the nails as the full 
width at half maximum (FWHM) between the large 2 
signal valleys equivalent to the 2 nails.  Second,  the half 
maximum value of FWHM was used for the outer bor-
ders of each nail (Figs. 3C to 3H): the diameters of the 
nail on MRI were considered to be the widths connect-
ing the half maximum values in the 2 signal valleys.  
The coordinate information of the inner border of the 
nails was recorded for the last evaluation.
Next,  we segmented the control syringe in the cen-
ter slice of the whole phantom for the control agar sig-
nal and the volume data of the whole phantom in each 
sequence (Fig. 4).  We averaged the signal values in the 
control syringe as the “mean value.” The signal devia-
tion (SD) in each voxel of the whole volume was com-
pared to the mean value using the following formula:
signal deviation (SD) = (signal in each voxel − mean 
value)/mean value
We calculated the mean values,  standard deviation,  
skewness,  and kurtosis of the SD in the whole phantom.  
Finally,  we segmented the volume of the phantom 
inside the dotted rectangle which was drawn by the 
information of the locations of the inner border of the 
nails (Fig. 4A),  in order to simulate the location of the 
dural sac,  peripheral nerves,  and spinal cord for spinal 
MRI.  For evaluation of the lumbar implants,  in addi-
tion to the infection or inflammation near the metal,  we 
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Table 1　 Scan parameters in each MR sequence
MAVRIC SL Cube MAGiC
TR/TE 3000/6.3 3002/14 MDME
4000-5600/23-95
FOV 30 30 30
Matrix size 256×256 320×320 320×192
Slice thickness 1.4 mm 0.9 mm 1.8 mm






Echo train length 20 60 16
Frequency direction S/I S/I S/I
Echo spacing 6.3 4.7 10.0
Band width/pixel 976.6 Hz 488.3 Hz 156.2 Hz
Scan time 5:06 5:10 4:51
Others Automatically calculated 4
Different inversion recovery time
＊MDME: multi-delay multi echo.





On the do�ed line in Fig. 1A
Fig. 1　 A) An oblique lateral view of an X-ray image showing six 
nails,  i.e.,  3 in each of 2 metallic bars in the phantom.  First,  the 
diameters of the 6 nails were measured at several heights.  Second,  
the diameters of the nail bases in the 2 central bases were mea-
sured (arrow) due to the good separation on the image; B) A graph 
showing a plot on the dotted line in Fig.1A.  There are 6 peaks in 
the range from location 600 to location 1300,  corresponding to the 
6 nails in Fig.1A.  The mean value of the six peaks can be calcu-
lated,  and then the diameter of each nail can be determined by 
using the full width at half maximum (FWHM) as a cutoff value; C) 
A vertical view of an X-ray image showing the two metallic bars 
with 3 nail bottoms in each; D) A binary image of Fig.1C after 
determining the cutoff value in the same manner as in Fig. 1B (not 
shown).  We can measure the “Lt base”,  “Distance between 
bases”,  and “Rt base”; E) A lateral view of the image in panel (c),  
showing the relation between the base and nail.  We can calculate 
the “Lt nail”,  “Distance between nails”,  and “Rt nail”.
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Fig. 2　 Cross reference lines in each MR sequence were automatically generated using RadiAnt DICOM Viewer.  Each window showed 








Row 168 on CT 10/20 Row 84 on MAVRIC SL 19/38
Row 167 on Cube 38/76
Row 157 on MAGiC 16/32
Fig. 3　 The 6 nails in the phantom were observed on (A) CT,  (C) MAVRIC SL,  (E) Cube,  and (G) MAGiC.  Horizontal dotted lines were 
drawn on the 2 nails so that signals on the images were plotted for each image: (B) CT,  (D) MAVRIC SL,  (F) Cube,  and (H) MAGiC.  On 
CT,  the 2 peaks of signals correspond to the nails.  The diameters of the nails were determined by the FWHM method,  and then the dis-
tance between the nails was calculated.  In MRI images (D),  (F),  and (H),  the distance between the nails was determined by the peak in 
the center,  then the diameters of the nails were determined.  ＊An asterisk indicated the control syringe with agar of the same composition.
should also evaluate how much the metallic artifact 
could affect the image quality rectangle.  The location of 
the rectangle was defined by the former coordinate 
information of the inner border of each nail on the soft-
ware.
Statistics. The statistical analysis was performed 
using MATLAB 2020a and SPSS version 25 (IBM 
Corporation,  Armonk,  NY,  USA).  Measurements,  
such as the diameters of the nails and distance between 
nails,  obtained by the two individuals,  were assessed by 
Bland-Altman plots [18-22].  After averaging the 2 
measurements,  we calculated the enlargement ratios for 
(1) the left nails,  and (2) the right nails,  and the reduc-
tion ratio for the distances between nails in X-ray mea-
surements from CT or MR measurements using the 
following formula:
enlargement ratio for nails =
 (lengthCT/MRI − lengthX-ray)/lengthXray
reduction ratio for distance between nails =
  (lengthCT/MRI − lengthX-ray)/lengthXray
Here,  length is the averaged measurement by 2 
readers in each image.  We compared the averaged mea-
surements among the different sequences using one-
way analysis of variance (ANOVA) and multiple com-
parison with Games-Howell correction after a Shapiro-
Wilk test.  In addition,  we compared SDs in the whole 
phantom and rectangle using the Kruskal-Wallis test 
and Mann-Whitney test with Bonferroni correction as a 
post hoc test.  The ratios of rectangular volume inside 
the nails to the whole phantom volume were compared 
using the chi-square test with Bonferroni correction.  
The ratio of the volume rectangle to the whole phantom 
volume should depend on the metallic artifact from the 
nails.  If the metallic artifact is larger,  the rectangle will 
be smaller since the inner border of the nail must be 
plotted inside.  A p value of < 0.05 was considered statis-
tically significant.
Results
Reproducibility evaluation. Bland-Altman plots 
demonstrated no significant fixed biases (p = 0.260 to 
0.823 in X-ray,  p = 0.082 to 0.499 in CT,  p = 0.233 to 
0.625,  in MAVRIC SL,  respectively) and proportional 
biases (p = 0.054 to 0.803 in X-ray,  p = 0.523 to 0.742 in 
CT,  p = 0.075 to 0.164,  in MAVRIC SL,  respectively).  
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A B
C D
Fig. 4　 Images showing the signal deviation (SD) based on the mean value of the agar signal in the control syringe (arrow): (A) CT,  (B) 
MAVRIC SL,  (C) Cube,  and (D) MAGiC.  Red means increased signals compared to the mean,  but blue means decreased signals.  The 
dotted rectangle is used for the analyses in Fig.6.
There were significant fixed biases (p< 0.001 in the all the 
measurements by MAGiC,  p < 0.001 to 0.02 in the all the 
measurements by Cube,  respectively).  In Cube,  there 
was also a significant proportional bias in the distance 
between nails (p = 0.037).  However,  there were no sig-
nificant proportional biases (p = 0.199 to 0.729 in all the 
measurements by MAGiC,  p = 0.120 to 0.220 in the 
diameters of the left and right nails in Cube,  respec-
tively).
Comparisons of images. The X-ray image showed 
that the diameter of the left nail was 5.64 mm,  the 
diameter of the right nail was 6.12 mm,  and the dis-
tance between the nails was 42.99 mm.
The null hypothesis was not rejected by the Shapiro-
Wilk test in the CT or MR sequence (p = 0.121 to 0.944).  
The enlargement ratios are shown in Table 2.  In the left 
and right nails,  the enlargement ratio of CT was signifi-
cantly smaller than those three MR sequences (p < 0.001 
in MAVRIC SL,  p< 0.001 in Cube,  p< 0.001 in MAGiC).  
Moreover,  the enlargement ratio in MAVRIC SL was 
smaller than those in Cube and MAGiC (p < 0.001 in 
Cube,  p < 0.001 in MAGiC).  There were no significant 
differences in the enlargement ratios between Cube and 
MAGiC.
In regard to the distance between the nails,  the 
reduction ratio of CT was significantly smaller than 
those three MR sequences (p < 0.001 in MAVRIC SL,  
p < 0.001 in Cube,  p < 0.001 in MAGiC).  In addition,  
the reduction ratio in MAVRIC SL was smaller than 
those in Cube and MAGiC (p < 0.001 in Cube,  p < 0.001 
in MAGiC).  There was no significant difference 
between Cube and MAGiC.
Signal deviation (SD) analysis. Table 2 shows the 
results of the SDs in each sequence.  The SDs in the 
whole phantom were significantly higher in MAVRIC 
SL than in Cube and MAGiC (p < 0.001,  and p < 0.001,  
respectively; Fig. 5).  However,  the histograms of the 
SDs of the whole phantom on Cube and MAGiC 
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Table 2　 Enlargement ratios and signal deviations in CT and MR sequences
MAVRIC SL Cube MAGiC CT
























Signal deviations (SDs) of 
whole phantom








Skewness 0.722 -0.389 -1.522 8.787
Kurtosis 6.384 3.136 5.031 92.42
SDs inside of the nails
Ratios of volume inside nails 10.05%† 7.58%† 8.96%† 10.98%†








Skewness 0.216 -0.095 -0.390 5.480
Kurtosis 2.149 1.889 2.350 43.22
＊significantly difference compared to MAVRIC SL,  P<0.001 (Multiple comparison with Games-Howell correction).
＊＊significantly difference compared to CT,  P<0.001 (Multiple comparison with Games-Howell correction).
§significantly differences compared to others,  P<0.001 (Mann-Whitney test with Bonferroni correction).
†significantly differences compared to others,  P<0.001 (Chi-square test with Bonferroni correction).
showed negative skewnesses,  which was affected by the 
increased number of signal loss (around minus one) 
volume.
In addition,  the ratio of volume inside the rectangle 
on MAVRIC SL was 10.05%,  which was significantly 
higher than those on MAGiC and Cube (p < 0.001,  and 
p < 0.001,  respectively).  The histograms of the SDs 
inside the rectangle revealed the significantly lower 
mean SDs on Cube and MAGiC compared to that on 
MAVRIC SL and the negative skewness on the Cube and 
MAGiC values (Fig. 6).
Discussion
Our data showed good reproducibility of the mea-
surements for X-ray,  CT,  and MAVRIC SL,  but either 
fixed or proportional bias was observed in Cube and 
MAGiC.  MAVRIC SL demonstrated the smallest mea-
surement errors among the three MR sequences.  In the 
comparison with the other MR sequences,  MAVRIC SL 
was able to reduce the metallic artifact of 1 to 2 nail 
diameters,  resulting in the smallest reduction ratio of 
the distance between nails (Fig. 7).  In addition,  the 
ratio of the volume inside the rectangle was the largest 
and the preservation of the signals was greatest in 
MAVRIC SL compared to the other MR sequences.  We 
should pay attention to the SDs inside the rectangle 
compared to those of the whole phantom when evaluat-
ing the spine.  The volume inside the rectangle was 
implied to be the location of the dural sac,  nerve roots,  
and spinal cord,  where MRI could evaluate with higher 
accuracy compared to CT or X-ray.  As a result,  
MAVRIC SL could better observe not only the tissue 
close to the nails,  such as in complications of metal 
implant,  abscess or hematoma,  but also the tissue 
between the nails,  such as in secondary disc herniation,  
nerve root compression,  or spinal cord injury [1].  
Although SEMAC formed a half of the susceptibility 
artifact reduction mechanism of MAVRIC SL,  SEMAC 
enabled us to observe fluid collection near the metal [1].  
In the future,  MAVRIC SL might contribute to an 
improvement in diagnostic accuracy in a human study.
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A: CT B: MAVRIC SL
C: Cube D: MAGiC
Fig. 5　 Histogram charts for the whole agar in each image: (A) CT,  (B) MAVRIC SL,  (C) Cube,  and (D) MAGiC.  Zero means no signal 
deviation (SD) from control agar signals.  There was less SD on CT.  There was no peak around minus one on MAVRIC SL,  suggesting 
fewer voxels of signal loss due to metallic artifacts.  Both (C) Cube and (D) MAGiC show signal deviations around minus 1,  suggesting 
signal loss due to the metallic artifact (Figs.3E and 3G).
Adjusting the readout direction is important for 
reducing susceptibility artifacts in direction [1 , 5].  We 
compared the enlargement ratios only in the phase 
direction (R-L direction) after adjusting the S-I direc-
tion as a readout direction.  Previous studies have 
shown that avoiding the readout direction is the best 
way to minimize the metallic artifact in one direction 
[1 , 5].  It is common in a clinical situation to adjust the 
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A: CT B: MAVRIC SL
C: Cube D: MAGiC
Fig. 6　 These charts illustrate the histograms inside the rectangle in Fig.4A.  (A) CT,  (B) MAVRIC SL,  (C) Cube,  and (D) MAGiC.  There 
were peaks around minus one on Cube and MAGiC,  resulting in the lower mean SDs and negative skewness.  However,  MAVRIC SL was 
able to preserve the SDs around zero despite the signals inside the rectangle.
A B
Fig. 7　 Illustrations showing (A) how much the diameter of one nail on an X-ray image is visualized as enlarged on CT or each MR 
sequence.  Adding MAVRIC SL enables us to observe the inside of 1 to 2 nails as width that could not be seen on Cube or MAGiC,  and 
(B) how much the distance between the nails would be reduced on CT or each MR sequence.  MAVRIC SL enables us to observe with 
good reproducibility more about 24% of the X-ray diameter compared to MAGiC and Cube.
readout direction in order to evaluate chemical shift 
artifacts,  such as those from dermoid cysts in an ovar-
ian tumor [23 , 24].  Therefore,  it is reasonable to evalu-
ate the artifacts after adding the same sequence with a 
different readout direction if needed.  We interpreted 
MAVRIC SL had an advantage for reducing susceptibil-
ity artifacts due to (1) short echo time,  (2) high pitch of 
readout band width,  (3) multiple off-resonance pulse to 
correct information dephasing due to metal,  and (4) 
misalignment correction for readout gradient.  The 
sequence successfully reduced the number of blacked 
out voxels in comparison to that by the other MR 
sequences.  This is because dephased proton signals due 
to metallic implant can induce signal loss on the plane 
image.  Therefore,  MAVRIC SL might be useful for 
evaluating fluid collection or an abscess near the metal-
lic device with high reliability.  However,  MAVRIC SL 
has several limitations,  namely: (1) a low signal-to-
noise ratio leading to 256 × 256,  (2) limited sequences,  
i.e.,  no long echo time sequence,  such as T2 weighted 
imaging or short echo time inversion recovery,  is avail-
able in this version of the software.  In addition,  our 
results suggested that the MR signal shift was higher 
than that of the control.
MAGiC,  a synthetic MR sequence,  is now available 
[25 , 26].  The data set was obtained with the multi repe-
tition time,  echo time and inversion recovery time.  
Therefore,  the sequence can contain the short echo 
time information,  which would lead to a reduction in 
susceptibility artifacts.  However,  we had no other 
choice but to use a low readout band width of 250 Hz/
pixel.  This may be associated with reduced MRI signals 
in the whole voxels.  A three-dimensional fast spin echo 
sequence using variable flip angles,  such as Cube,  can 
be used for cisternography in the spine,  especially in the 
long repetition time and echo time settings.  Neither 
MAGiC nor Cube used the technique reducing suscep-
tibility artifacts,  which resulted in decreased reproduc-
ibility.
Our study has several limitations.  First,  scan 
parameters,  such as matrix size,  slice thickness,  and 
band width,  were different among the sequences we 
acquired.  However,  this is common in clinical situa-
tions,  and each sequence should be scanned for a spe-
cific purpose in cases in which the total examination 
time is limited.  Second,  we were not able to measure 
the actual diameters of the nails.  There were differences 
of the distances to the detector from the 6 nails and 
rough surfaces in themselves.  We believe that we were 
able to reduce the differences related to the enlargement 
effect on X-rays by using the mean of the 6 nails.  In 
addition,  the finding that the difference of the enlarge-
ment ratio was smallest on CT meant that the measure-
ment errors due to the distance between the detector 
and each nail on the X-ray image and CT was much 
smaller than those due to tha metal artifact of MRI.  
Using the mean measurements at 50 locations per nail 
could reduce the measurement error due to the shape of 
unevenness of the nail.  Third,  we used the MR mea-
surements of Cube and MAGiC for comparison,  even 
though we were not able to prove their reproducibility.  
However,  in terms of our initial hypothesis,  it seems 
reasonable to conclude that MAVRIC SL was able to 
improve the reproducibility.  Fourth,  since this was a 
phantom experiment,  we should wait for the results of 
a clinical study before concluding that our method is 
truly clinically useful.  However,  we are hopeful that our 
results will encourage future clinical studies.
In conclusion,  MAVRIC SL reduced metallic arti-
facts from metal implants with good reproducibility,  
indicating that this sequence might have potential for 
the accurate diagnosis of complications involving tis-
sues or lesions in close proximity to metal implants.
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